INTRODUCTION
============

Cerebral angiography (CA) is still the gold standard in the evaluation of cerebrovascular pathologies. Furthermore endovascular management of such diseases is continuing to become more prevalent[@b1-jkns-60-4-471]. The treatment choices for cerebrovascular diseases are widening with novel devices which have been improved in recent years. On the other hand CA and neuro-endovascular therapy (NET) have a risk of procedure related symptomatic cerebral ischemia which was reported as 1--3% in previous studies[@b3-jkns-60-4-471],[@b8-jkns-60-4-471]. Additionally clinically silent ischemic events detected by diffusion weighted magnetic resonance imaging (MRI) were seen 23% of patients undergoing CA[@b2-jkns-60-4-471]. Similar embolic events can be also seen in extracranial angiography[@b6-jkns-60-4-471]. In a transcranial doppler study a high number of microembolic signals was detected during angiography[@b4-jkns-60-4-471]. Although the occurrence of procedure-related stroke from CA is low, clinicians should consider that any stroke may be devastating to the patient. In order to prevent such a complication, angiography catheters are typically connected to a continuous flush of a heparinized solution during neurointerventional procedures. Techniques or hardware that further reduce this risk should be constantly evaluated. There is a need of monitoring system of the continuous irrigation through the guide catheter. We herein present a unique invention of the guide catheter irrigation monitoring device (GCIMD) for NET.

MATERIALS AND METHODS
=====================

In order to prevent cerebral ischemia due to thromboemboli during NET, we designed a convenient device to be used in practical life. Accumulation of blood inside the catheter lumen between injections is one potential source of thrombus formation. Therefore angiography catheters should be connected to a continuous flush of heparinized solution ([Fig. 1](#f1-jkns-60-4-471){ref-type="fig"}). The device should warn whenever continuous flush is stopped and should be easier to use in practice. We have worked with electrical engineers to develop our imaginary device. We have also got a patent from Korean Government with a patent number of 10-1604719 at 14-3-2016.

RESULTS
=======

Our device is called as GCIMD. It consisted of three main parts; the optical sensor, the main body and the electric adapter ([Fig. 2](#f2-jkns-60-4-471){ref-type="fig"}).

Optical sensor and main body
----------------------------

The optical sensor is attached to the dripping chamber of the line to irrigation solution ([Fig. 1](#f1-jkns-60-4-471){ref-type="fig"}). The main body constituted with the small light diode and speaker which makes an alarm sounds. The sensor monitors the dripping of the continuous flush. If the dripping stops more than three seconds, an alarm has been activated in order to warn to the operating physicians. After the use of the GCIMD, there was no major thromboembolic complication in conjunction with the thrombotic occlusion of the guide catheter in our institute.

Electric adapter
----------------

Electric adapter has been charged by electric source of 110 voltages and/or 220 voltages.

DISCUSSION
==========

CA is becoming more important since its role in making diagnosis and novel cerebrovascular disease treatment strategies have been improved. In order to have better results in neurointerventional procedures, development of better new techniques and equipments have become essential over the past 20 years. Thromboembolism is a well known complication which may occur after various angiographic procedures, including CA and coronary angiography[@b1-jkns-60-4-471],[@b5-jkns-60-4-471]. Cerebral thromboembolic events are one of the important complications after the procedure. Although the substantial risk for procedure-related symptomatic cerebral ischemia has been reported as 1% to 3% in previous studies[@b3-jkns-60-4-471],[@b8-jkns-60-4-471] the main problem is the silent ischemic events which are more common. In a study 100 patients after CA had diffusion weighted MR imaging (DW-MRI) and 42 silent ischemic lesions consistent with acute emboli infarcts in 23 patients were detected after the procedure[@b2-jkns-60-4-471]. In order to prevent inadvertent emboli the neurointerventionists should keep the catheter hub filled with heparinized saline by dripping or injection.

Although CA and NET are relatively safe, the clinicians should be aware of the fact that better results depend on careful approach and better techniques to avoid embolic events. The use of continuous heparinized flush in closed angiographic systems is one of the easier methods in practice. However sometimes decrease of the pressure of the system or any kind of problem including catheter deformity, tortuosity or system failures which enable continuous flush of heparinized saline cannot be detected during the procedure and unfortunately this may cause embolic ischemia easily[@b9-jkns-60-4-471].

We had experienced an embolic occlusion on the ipsilateral proximal middle cerebral artery (MCA) during the glue embolization for the 55 years old male who had a pericallosal arteriovenous malformation ([Fig. 3A--D](#f3-jkns-60-4-471){ref-type="fig"}). The embolus on MCA came from the guiding catheter which enable the continuous flush of heparinized saline cannot be detected during the procedure. Fortunately, the occluded MCA was completely recanalized by the intra-arterial urokinasse thrombolysis ([Fig. 3E, F](#f3-jkns-60-4-471){ref-type="fig"}). With this experience, we have developed an idea to know whether the continuous saline infusion was stops during NET. Therefore we decided to develop a unique device giving an alarm whenever the continuous saline infusion stops in a closed angiographic system. We have consulted and discussed our opinion with the electrical engineers for our invention. GCIMD included three parts; optical sensor, man body and electric adapter. It is easy to use in daily practice. If the dripping stops more than three seconds, a warning alarm has been activated. We believe that after the use of GCIMD neurointerventionist can concentrate more on the CA and NET procedures.

From January 2009 through December 2015, to date we have applied 189 cases who treated by endovascular treatment for unruptured intracranial aneurysms by means of monitoring system of the continuous irrigation through the guide catheter. No cases showed embolic occlusion during intraprocedural angiography while monitoring by GCIMD. A follow-up DW-MRI carried out the day following the procedure revealed 67.8% of cases showed tiny thromboembolic spots without neurological symptoms. In our institute after the use of GCIMD, no major thromboembolic complication in conjunction with the thrombotic occlusion of the guide catheter was detected. Further observations and studies can be also done to see its effects on silent embolic events.

CONCLUSION
==========

In conclusion, neurointerventionists should be careful against thromboembolic complications. We have developed GCIMD for the continuous heparinized saline infusion. In our institute there was no major thromboembolic complication after the use of this unique device.
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![In order to prevent thromboembolism, angiography catheters should be connected to a continuous flush of heparinized solution during NET[@b7-jkns-60-4-471]. Reprint from the Essentials of Neurossurgical Procedures and Operations, with permission from the Korean Neurosurgical Society. Copyright 2015 by the Korean Neurosurgical Society. NET: neuroendovascular therapy.](jkns-60-4-471f1){#f1-jkns-60-4-471}

![GCIMD was consisted of three main parts; the optical sensor, the main body and the electric adapter (A) which can be easily used in practice (B). GCIMD: guide catheter irrigation monitoring device.](jkns-60-4-471f2){#f2-jkns-60-4-471}

![A 55 years old male who had left pericallosal AVM (A, B). The embolic MCA occlusion was detected during the glue embolization procedure on pericallosal AVM (C, D). The occluded MCA was completely recanalized by the intra-arterial urokinasse thrombolysis (E, F). AVM: arterio-venous malformation, MCA: middle cerebral artery.](jkns-60-4-471f3){#f3-jkns-60-4-471}
